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CALIBRATION CERTIFICATE

Certificate No.: KSZS180574D002 Page 1 gf - 3
Customer: Elitech Technology Inc

Address: 508 Topham Court,Milpitas, CA95035, USA

Description : Wireless Digital Pressure Gauge

Manufacturer

Jiangsu Jingchuang Electronics Co.,Ltd

Model / Type PGW-500

Ex-factory No. N5 of instrument: YLI-02

Conclusion : The calibrated project meets the requirements

Approved by & M
Checked by Wi ],Wyﬁ

Calibrated by 7(,/() X7/7 slwwﬂl? Issued by(stamp?'.:j

Calibration Date March 27, 2018 Next Calibration Date - March 26, 2019

Address: RM. 3 NO. 379 Kun Jia Rd Kunshan Development Zone, Tel:0512-50338312
JiangsuP.R . China ' Tel:0512-50338312

Email: ks@stl-china. com Fax:0512-50338305
http://www. st1-china. com
Pact+ 2152600






